The aim was to evaluate the feasibility of using electrical impedance tomography (EIT) in horses.
Introduction
Horses have a unique respiratory system supporting the high athletic performance of these animals. Effective gas exchange has been demonstrated in horses while standing (Hedenstierna et al., 1987) and during high performance (Seaman et al., 1995) and also in conscious laterally recumbent ponies (Rugh et al., 1984) . Nevertheless, horses when anaesthetised often develop pronounced maldistribution of ventilation and perfusion (V/Q) as a result of pulmonary atelectasis (Nyman and Hedenstierna, 1989) . The ensuing venous admixture may cause a hypoxemic state in the perioperative period. This may play a role in the high rate of anaesthesia related mortality (0.9%) (Johnston et al., 2002) . Poor performance syndrome in horses is a major economical and welfare issue and respiratory diseases, such as recurrent airway obstruction (RAO) and inflammatory airway disease (IAD), are important causes of it (Van Erck-Westergren et al., 2013) . Better understanding of the pathomechanism of V/Q disturbances in standing and anaesthetized horses may allow better prevention and treatment of these conditions; hence may decrease anaesthetic risk and improve welfare.
Information about the regional distributions of ventilation and perfusion are difficult to obtain and most of these techniques (e.g. using fluorescent microspheres, scintigraphy and computed tomography (CT)) have an invasive character and/or causing radiation exposure. electrical impedance tomography (EIT), a novel monitoring technology, may offer some advantages because it is a non-invasive, radiation-free, easily applicable and repeatable method for examining the aeration of the lungs (Adler et al., 2012; Costa et al., 2009b; Leonhardt and Lachmann, 2012) . Its operation is based on measuring voltages between electrodes placed around the thorax while a small electrical current is introduced between two of these electrodes. A two dimensional impedance map can be reconstructed from these data representing regional changes in air volume at the EIT electrode plane. Creating such images at high repetition rate provides a video image. Despite, that the resolution of EIT is relatively low, regional distribution of ventilation obtained by EIT was favourably compared to those obtained by reference methods such as dynamic CT (Victorino et al., 2004) , single-photon emission computed tomography (SPECT) (Hinz et al., 2003) , positron emission tomography (PET) (Richard et al., 2009 ), hyperpolarized helium magnetic resonance imaging (MRI) (Dunster et al., 2012) and xenon CT (Elke et al., 2013) in different species.
To facilitate interpretation of EIT images of anaesthetized horses, such images need to be examined first for standing and conscious animals. However, the feasibility of using EIT in standing horses and the influence of clinical interventions (e.g. rebreathing and sedation) (Mazan and Hoffman, 2003) on EIT images are unknown.
The aim of this study was to examine the feasibility of using EIT and examine functional EIT images in standing horses during baseline, CO 2 -rebreathing and sedation.
Methods

Animals
The experimental protocol was approved by the institutional ethics committees and the national authorities in Austria (GZ 68205/171-II/106/2008) and in Hungary (22.1./1606 Hungary (22.1./ /003/2009 because parts of the experiments were carried out in the veterinary universities of both countries.
Nine warm-blood horses (four mares and five geldings) with a mean (SD) age of 11.6 (3.4) years and a bodyweight of 552 (54) kg were used. Calm animals had to be selected because the EIT device had relatively short cables and excessive movement of horses would have easily damaged the equipment. The physical examination, routine haematological and biochemical blood work and thoracic radiography were unremarkable. Seven horses had a history of RAO or IAD (Couetil et al., 2007) but they were currently free of respiratory symptoms at rest and lung function testing with the forced oscillation method (Young and Hall, 1989) did not reveal the presence of bronchoconstriction on the day before the experiment. Bronchoscopy and bronchoalveolar lavage (BAL) were performed one day after the experiment. Cytological examinations of the BAL fluid revealed that six horses had elevated (>10%) (Corley and Stephen, 2008) neutrophil granulocyte count (5, 7, 7, 26, 32, 38, 41, 42 and 43%) , indicating subclinical airway inflammation.
Instrumentation
Animals were fasted overnight before the experiment but water was not withheld. During the experiment the horses were restrained in a stock and 32 electrodes, attached to a custom-made rubber belt, were equidistantly placed around the thorax immediately behind the olecranon after clipping the area and using an electrode gel (Henry Schein). The electrodes were connected to an EIT device (model DX 1800, Timpel [former Dixtal]), which is described elsewhere (2009a; Costa et al., 2008) . Respiratory ultrasound plethysmography (RUP) (Schramel et al., 2012b) was also used and served as an independent method for tidal volume measurement (Russold et al., 2013) . The RUP belts were applied at the 11 th intercostal space and behind the last rib. The EIT and RUP data along with digital ECG signal were simultaneously downloaded and saved on a computer at 50 Hz. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 
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Experimental protocol
Data were recorded in 5 min epochs. Initially, three epochs of baseline were consecutively recorded (baseline-1, baseline-2 and baseline-3). These were followed by rebreathing of CO 2 via a tight-fitting face mask and a corrugated hose (rebreading-1) until the end-tidal CO 2 pressure reached 60 mmHg (iPM9800 patient monitor, Mindray). The animals were allowed to rest for 5 min (data not shown) then another epoch was recorded to confirm return to baseline (baseline-4).
Then 0.5 mg/kg xylazine (Eurovet Animal Health) was injected into the jugular vein. Soon after two epochs were recorded consecutively (sedation-1 and sedation-2) and were followed by another rebreathing manoeuvre (rebreathing-2). Subsequently, all equipment was removed and the thoracic shapes at the site of the EIT electrode belt were modelled using gypsum cast.
Creating an EIT mesh for horses
In order to provide anatomically plausible EIT images there is a need for a pre-defined electronic image (mesh), which resembles the contour of the thorax and contains assumptions about internal organ location. The contour of a single representative horse was used to create such mesh for horses and organ location was assumed (Popesko, 1998) . After the study, each individual gypsum contours were digitized, normalized and their mean was compared to the initial representative contour retrospectively.
Post-hoc analysis of EIT data
The thorax shape was projected into a rectangular image of 32x32 pixels (EIT Analysis Tools Beta 7.4.57, Timpel [former Dixtal]). In this image, 418 pixels were within the thorax boundary and contained impedance signals. Three breaths from each epoch were subjectively selected for analysis based on their similar shapes and amplitudes. Horses occasionally took single large breaths (sighs) during baseline. One sigh for each horse was also selected for analysis. Therefore, the following treatments were used for statistics: baseline-1, baseline-2, baseline-3, sigh, rebreathing-1, baseline-4, sedation-1, sedation-2 and rebreathing-2.
Three kinds of functional EIT images were created: full SD images (Fig. 2) containing the pixel-wise standard deviations of the impedance signals, R images ( energy with so far unknown physiological meaning. Tidal differences in thoracic and abdominal RUP signals were also extracted.
After the calculations were complete, the SD and R images were normalized and averaged across horses and subsequently, on the basis of optical similarities they were further averaged among certain treatments ( Fig. 2 and 3 ). The Matlab software (version 7.7.0.471 (R2008b), MathWorks) was used for calculations.
Statistical analysis
Normality of the data was examined with the Shapiro-Wilk test. Missing data values were supplemented with an automatic multiple imputation method using five iterations. The data were compared across treatments using RM-ANOVA and Bonferroni test. Correlations between variables were examined using simple linear regression analysis. The test-wise P value was less than 0.05 (SPSS, version 20, IBM).
Results
The averaged thoracic contour was similar to the horse EIT mesh ( 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 the SD-Rpos images separately (Table 1 ). The distribution of ventilation shifted towards right (L/R ratio decreased) during sighs when compared to baseline on both kinds of SD images. The distribution of ventilation shifted towards ventral, dependent regions (COV decreased) on the full SD images during rebreathing-1. However, on the SD-Rpos images similar shift was detected during sigh, rebreathing-1 and sedation-1. The GI index for the SD images did not change during the study. Two way RM-ANOVA revealed that removal of the inverse respiratory signals decreased the L/R ratio and GI indices but increased COV (since the inverse signals were located ventrally at the middle or slightly towards the left side).
Tidal volume (derived from EIT) increased during sighs, rebreathing and sedation-1 but the energy of inverse signals increased only during rebreathing (Fig. 4) . These variables correlated (r 2 = 0.35, P < 0.001). The tidal volume measurements by EIT correlated with thoracic (r 2 = 0.78, P < 0.001) and abdominal (r 2 = 0.82, P < 0.001) tidal circumference changes measured by RUP.
Inhomogeneity (GI index) of the positive R values increased during sedation-1 compared to baseline indicating less good overall correlation with the reference respiratory signal (Fig. 5 ).
This is visible on the R images as more bright-red or yellowish coloration during sedation when compared to the other treatments (Fig. 3) . A similar, non-significant tendency can also be observed for the negative R values (Fig. 5 and Fig. 3 ).
Mean (SD) baseline respiratory rate was 14 (6) breaths/min which increased to 16 (2) breaths/min during rebreathing-1, decreased to 8 (2) breaths/min during sedation but was not 
Discussion
This is the first study to report the distribution of ventilation in standing horses assessed by EIT.
It appeared that the right lung received larger fraction of the tidal volume than the left one possibly because the heart is located more on the left side of the thorax; therefore the right lung is larger (Popesko, 1998) . Slightly different L/R ratio values (mean values ranged 0.95-0.99) were published on standing Shetland ponies (Schramel et al., 2012a) but these differences may be explained by differences in thoracic conformations, physiological states (e.g. post-partum) and calculation methods.
Ventilation redistributed ventrally (dependent region) and towards right during sighs.
Similarly, ventilation was ventrally redistributed during rebreathing-1 and sedation-1. These changes coincided with changes in tidal volumes but not consistently because during rebreathing-2 the tidal volume increased largely but the distribution of ventilation did not change. The fact that the 2 nd rebreathing happened at a sedated state may have influenced this response. The GI index was designed to detect large changes in distribution of ventilation such as during one-lung ventilation or pulmonary diseases. Therefore, it is not surprising that this value did not change for the SD images in this study. Nevertheless, the GI values were similar to those reported in healthy anesthetized humans (Zhao et al., 2009 ). 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 Ventilation and perfusion per unit of lung volume in standing horses was found to have a downward increasing gradient as measured by radioactive krypton scintigraphy (Amis et al., 1984) . Such results cannot be compared to those of the present study because EIT cannot measure ventilation per unit of lung volume.
Page 10 of 24 CONFIDENTIAL -AUTHOR SUBMITTED MANUSCRIPT draft
The existence of inverse signals has already been documented (Gomez-Laberge et al., 2011) and it was hypothesized to be caused by either the movement of abdominal gas (Hahn et al., 2008) , by the filling of the heart during inspiration (Hahn et al., 2010; Pinsky, 2005) or by artefacts (Gomez-Laberge et al., 2011; Adler et al., 1996) . However, venous filling of the heart is expected to have influence at the base of the heart and not near the apex as it was shown in this study. Similar, inverse signals were also observed dorsally but those signals had very low energy content and were anatomically located at the spinal process of the vertebra therefore these were assumed to be artefacts possibly caused by movement of the EIT electrodes during breathing (Adler et al., 1996; Gomez-Laberge et al., 2011) or by the reconstruction algorithm (Adler et al., 2009 ). Minor contribution of marginal artefacts to the ventral inverse signals cannot be excluded but it is hypothesized by the current authors that the tidal movement of abdominal gas might have been the major cause. In another study at our department (Reich et al., 2014) CT images of anesthetized ponies were examined. Apparently, large amount of intestinal gas was located a few cm caudal from the cardiac apex (Fig. 6) A limitation of the study is that many horses had a chronic subclinical airway inflammation. Although, younger and healthier animals, which are less likely to suffer from inflammatory airway diseases, were available they could not be used because of their temperament. Because all of the horses underwent lung function testing before the experiment, the possible effect of their lung conditions on the distribution of ventilation is probably minimal.
An EIT system with longer and detachable (more easily repairable) cables would facilitate the use of EIT in large animals.
Another limitation could be that EIT images represent a single cross section of the thorax and only a single EIT belt position was used in this study. However, the forelegs prevented more 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 cranial placement of the electrode belt and in case of more caudal belt placement, abdominal organs would dominate at the EIT belt plane. Non-conventional placement of the electrode array (e.g. longitudinal or non-circular patterns) may also be considered but it demands custom image processing and such trials should be driven by goal oriented vision (e.g. whether the lungs, heart or the abdomen/diaphragm movement is to be tested).
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Conclusions
Application of EIT in standing non-sedated horses is feasible and well tolerated provided they are used to stand in stocks. Baseline variables derived from functional EIT images were documented and changes in distribution of ventilation were detected in this study during sighs, rebreathing and sedation. Electrical impedance tomography is a promising tool to examine the distribution of ventilation the equine lungs because it is non-invasive, repeatable and able to capture instantaneous moments, such as sighs, which would not be possible with other methods.
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